AUTOMATED BATCH CHARACTERIZATION OF ICF SHELLS WITH VISION-ENABLED
Common to both direct and indirect drive approach is a spherical capsule in which D-T fuel is layered at cryogenic temperature. A wide variety of processes and materials are used to make the shell mandrel. Fabrication induced imperfections must be thoroughly characterized as they directly impact target performance: RayleighTaylor instability would exponentially amplify any deviations from a perfect spherical eometry and quench the center hot spot in an implosionj4 In addition to the surface finish, commonly reported dimensional parameters are summarized in Table I .
Currently, we rely on white-light interference microscopy for highly accurate but very labor intensive measurements of various dimensions of these shell^.^ A shell is mounted on a flat piece of glass, the height of each surfacehnterface and the off-centeredness of the interference fringes are recorded to calculate the OD, ID, wall thickness, and 4.n AW (defined as 1/(3/2) or 1.22 times the AW from the 2D projection). No information on OOR is available; as a result, a second image analysis method must be used in complement. An edge-focused image is recorded under backlighting condition to calculate OD and OOR, although no information on ID, Wall thickness, and 4n: AW is available through the image analysis approach. It is apparent that the two methods could be combined to provide a complete set of dimensional measurement for a single shell. There is a compelling need for an automated solution for routine characterization, especially for batch measurement of similar shells.
We identified a Nikon VMR3020 microscope [ Fig. 1(a) ] and adapted its software for our custom applications. The instrument has been programmed to do either single or batch measurement; and can repeat the measurement any number of times without operator intervention. For batch measurement, the shells are mounted onto a rectangular array of drilled holes (1/3 to 1/2 the shell diameter) on a flat substrate. The automation routine detects the shell size, finds its edge, does autofocus, and conduct circumference scans of both the exterior and the interior surfaces (monitor view in Tables 11,111 and 1V. The Nikon VMR 3020 microscope has a general purpose vision inspection system which can be customized for particular measurement through user defined "teaching files." Edge detection routine is used to find the location of the sharpest contrast change along the cursor arrow direction, as shown in Fig Tables 11, 111 , and IV. For example, the diameter of the best fit circle gives the shell diameter. The difference between the long and short axes gives (twice) the OOR. The off-centeredness of the interior and exterior surfaces is a measurement of the wall thickness variation, whereas the radius difference gives the wall thickness.1t takes about 15 min to fully characterize 20 Omega-sized shells (once) using a Detailed measurement routine. For production screening of OD and circularity, 20 shells can be characterized (once) in less than one minute using a Q u i c k measurement routine. The microscope reduces the focusing error due to manual operation (using the image analysis tool) and allows direct visualization of the shell wall [ Fig. I(b) ]. So far we have successfully characterized shells made of PAMS, CDP, glass, and foam materials, as The distance between the centers of the best fit spheres for the interior and exterior surface. instrument stability when measuring shells that are reasonably free of surface contamination. A calibration factor is to be added to a measurement value from the automated microscope to convert it to the corresponding value if the measurement method indicated in the bracket were used. Highlighted in bold are the calibration factors important to the ICF program and the measurement values we consider to be closest to reality.
Among the three types of shells, the Omega shells are by far the easiest to measure because of their usually pristine surface and the ease of handling. The NIF shells are very easy to handle, but are susceptible to an OOR problem discussed later. The Nova shells are very easy to measure, but painstaking to mount onto the array because the shells are too light-weighted and stick to vacuum wand. Simply degreasing the needle tip and ionizing the area are not sufficient to overcome static problem. One The automated microscope is very robust for OD, ID and wall thickness measurements. The calibrations factors are explainable through physical phenomena such as refraction, diffraction and the non-parallel-ness of the light beam. There is a software problem with the elliptical fit routine that can sometimes lead to erroneous OOR result even when the data set is normal. We are working with Nikon to resolve this problem. In the interim period, the user is advised to use the OOR values measured on the interior surface for an estimation of the mode 2 quality. This is because the edge contrast is much sharper due to superimposed phase contrast; the elliptical fit problem is dramatically reduced when the raw data set is less jittery, 
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as shown in Fig. 2 . The graphs also show that the elliptical shape of the sample can be clearly measured with this technique. It is worth noting that, if a shell is physically rotated 90°, the elliptical profiles rotate with the same angle with the sample, therefore the elliptical shape is a direct measurement of the sample profile and not an artifact of illumination due to the presence of polarizers in thre optical system. In conclusion, we have developed an automated method to characterize shell batches, and obtained the calibration factors for three commonly encountered PAMS shells. All parameters can be consistently measured with predetermined calibration factors, with the exception of the exterior surface OOR.
